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Abstract: Five antioxidant and two oxidative stress assays were applied to serum samples 
of 43 healthy males. The antioxidant tests showed different inter-assay correlations. A very 
good correlation of 0.807 was observed between the ferric reducing ability of plasma 
(FRAP) and total antioxidant status (TAS) assay and also a fair correlation of 0.501 
between the biological antioxidant potential (BAP) and TAS assay. There was no 
statistically significant correlation between the BAP and FRAP assay. The anti-oxidant 
assays have a high correlation with uric acid, especially the TAS (0.922) and FRAP assay 
(0.869). The BAP assay has a much lower and no statistically significant correlation with 
uric acid (0.302), which makes BAP more suitable for the antioxidant status. The total thiol 
assay showed no statistically significant correlation with uric acid (0.114). The total thiol 
assay, which is based on a completely different principle, showed a good and statistically 
significant correlation with the BAP assay (0.510) and also to the TAS assay, but to a 
lower and not significant extent (0.279) and not with the FRAP assay (−0.008). The  
oxy-adsorbent test (OXY) assay has no correlation with any of the other assays tested. The 
oxidative stress assays, reactive oxygen metabolites (ROM) and total oxidant status (TOS), 
based on a different principle, do not show a statistically significant correlation with the 
serum samples in this study. Both assays showed a negative, but not significant, correlation 
with the antioxidant assays. In conclusion, the ROM, TOS, BAP and TTP assays are based 
on different principles and will have an additional value when a combination of these 
assays will be applied in large-scale population studies. 
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ROM, reactive oxygen metabolites; CARR U, Carratelli Units; TOS, total oxidant status;  
TTP, total thiols in proteins; OXY, oxy-adsorbent test. 
1. Introduction 
Oxidative stress, which is defined as an imbalance between the pro-oxidant reactive species and 
antioxidant molecules, both endogenous and exogenous, has been associated with many  
non-communicable diseases, such as obesity, insulin resistance [1] and diabetes [2], atherosclerosis [3,4], 
autoimmune diseases [5,6], neurodegenerative diseases [7,8], chronic renal disease [9,10], different 
malignancies [11,12], as well as in aging [13] as a physiological process. Many clinical studies were 
designed to investigate different strategies for oxidative status improvement in affected individuals, 
such as various therapeutic approaches to the underlying disease(s) [14] or therapy with antioxidant 
vitamins [15]. 
As a result of the wide interest in the oxidative stress and antioxidants, numerous commercial test 
kits for oxidative stress assessment became available. These tests are dedicated primarily for use in 
clinical studies, although their use in experiments with animals or cell cultures, even in foods and 
beverages, is not excluded. Having the possibility to choose from many methods and manufacturers, it 
is a real challenge to choose the right combination of methods and assays for specific health research. 
Moreover, although time-consuming, there are still possibilities to prepare reagents in the laboratory, 
according to already published methods and protocols. 
Therefore, the aim of our study was to make an extensive comparative analysis of the results 
obtained by different methods and assays for the measurement of serum oxidative stress-related 
parameters, both commercial and in-house. The chosen assays were tested on a group of healthy male 
volunteers, because the use of samples from a diseased-state can disturb the correlation, due to 
unexpected and unknown influences.  
Therefore, our comparative study provides new insights to the past and future studies of oxidative 
stress research. 
2. Methods 
2.1. Volunteers 
The 43 volunteers (all men) were selected from 50 healthy candidates for military service. The 
mean age of the participants was 26 ± 3 years. The participants were mentally and physically healthy, 
without any acute nor chronic disease. All participants had normal nutritional habits and did not report 
the use of any dietary supplement. All of the volunteers had an erythrocyte sedimentation rate, 
complete blood count, glucose, total bilirubin, asparagine aminotransferase (AST) and alanine 
aminotransferase (ALT) within the reference values or allowed variations: total bilirubin up to  
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50 μmol/L, AST and ALT up to 50 U/L and/or red blood cells up to 6 × 106/mm3. Seven volunteers did 
not meet these criteria. Fasting blood samples were drawn from the antecubital vein. The blood 
samples were drawn in the morning at about 9:00–9:30 am, after an overnight fasting period starting at 
11:00 pm. Blood was separated by centrifugation, and aliquots of serum were kept tightly closed at 
−70 °C until analysis. The samples were stored at −70 °C for 3 months. In a separate study, the 
performance of all assays were checked on human serum samples stored up to one year at −70 °C 
(unpublished results). All parameters turned out to be stable during this period. 
All parameters were measured at the same day as a single measurement and in one analysis series, 
with the exception of the FRAP assay, which was measured on a different day. The study was 
performed and approved under the ethical guidance of Dr. Dusan Stojanovik, as documented by the 
Command of the Military Medical Center, Ministry of Defense of the Republic of Macedonia, and 
described in Document N No. 04-7/18 from the Army Mail 2990/80, Skopje, Republic of Macedonia. 
2.2. The FRAP Assay 
The measurement of the ferric reducing ability of plasma (FRAP) was done by the assay based on 
the method of Benzie and Strain [16], slightly modified. The method is based on the principle of the 
reduction of the ferric-tripyridyltriazine complex to the ferrous form, upon which an intense blue color 
develops, and the change of absorbance is measured at 593 nm (kinetic method). We have measured 
the FRAP assay in a microplate format, by the end-point approach. Briefly, 10 μL of sample and 40 μL 
of water were pipetted in the microplate in duplicate. After that, 200 μL of working reagent were 
added in each well (а: acetate buffer pH 3,6; b: FeCl3 solution; c: 2,4,6,-tripyridyl-s-triazine solution; 
10:1:1), and the reaction mixture was incubated for exactly 8 min at 37 °C. The absorbance was measured 
on a Chemwell analyzer at 600 nm, against a reagent blank. Standards of 500, 1,000 and 2,000 μmol/L 
FeSO4 were used for calibration of the assay. The results of the test are expressed as μmol/L FeSO4. 
The intra-assay variation of the FRAP assay was 3.6%, as determined with two quality control samples. 
2.3. The BAP Assay 
For measurement of the biological antioxidant potential (BAP), the test kit from Diacron [17] 
(Grosseto, Italy) was used. The assay is based on the ability of a colored thiocyanate-derived substrate, 
which contains bounded Fe3+ ions, to decrease in absorption when Fe3+ ions are reduced to Fe2+. The 
absorbance is assessed photometrically by measuring the absorbance at 505 nm and calculating the 
amount of reduced ferric ions. The results of the test are expressed as μEq ferric ions reducing 
antioxidants per L of sample. The kit from Diacron was adjusted for the use on the autoanalyzer  
LX20-Pro from Beckman-Coulter (Woerden, The Netherlands). The intra-assay variation of the BAP 
assay was 1.2%, as determined with two quality control samples. 
2.4. The TAS Assay 
The total antioxidant status (TAS) was measured by the test kit from Rel Assay Diagnostics 
(Gaziantep, Turkey) [18]. The method is based on the reduction of colored 2,2'-azino-bis(3-
ethylbenzotiazoline-6-sulphonic acid) (ABTS) radical to a colorless reduced form by the antioxidants 
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that are present in the sample. The absorbance is measured at 660 nm. The method is calibrated with 
the vitamin E analog, known as trolox equivalent, and the results are expressed in mmol/L. The kit 
from Rel Assay was adjusted for the use on the autoanalyzer LX20-Pro from Beckman-Coulter 
(Woerden, The Netherlands). This TAS assay of Rel Assay is the so-called 2nd generation TAS assay 
of Randox with a correlation of 0.897 (p < 0.0001) [19]. The intra-assay variation of the TAS assay 
was 1.4%, as determined with two quality control samples. 
2.5. The TTP Assay 
The content of the total thiols in proteins (TTP) was measured using also the reagent kit from Rel 
Assay Diagnostics (Gaziantep, Turkey) [18]. The method is based on the reaction of thiols with  
5,5'-dithiobis-(2-nitrobenzoic acid), upon which a colored anion is formed with an absorption peak at  
412 nm. The results of the test are expressed in μmol/L. The kit from Rel Assay was adjusted for the 
use on the autoanalyzer LX20-Pro from Beckman-Coulter (Woerden, The Netherlands). The intra-assay 
variation of the TTP assay was 1.9%, as determined with two quality control samples. 
2.6. The OXY Assay 
The oxy-adsorbent test from Diacron (Grosseto, Italy) evaluates the ability of serum to oppose the 
massive in vitro oxidation, which is induced by hypochlorous acid solution. Unreacted HClO radicals 
further react with the chromogen solution of N,N-diethyl-p-phenylendiamine and form a colored 
complex, which is measured at 505 nm. The results of the test are expressed as μmol HClO/mL. 
Normally, 1 mL of human serum is able to adsorb at least 350 μmol of HClO. Decreased values reflect 
the injury of the serum barrier to oxidation. The kit from Diacron [17] was adjusted for the use on the 
autoanalyzer LX20-Pro from Beckman-Coulter (Woerden, The Netherlands). The intra-assay variation 
of the OXY assay was 3.8%, as determined with two quality control samples. 
2.7. The Uric Acid Assay 
Uric acid was measured by the method using uricase and performed on an autoanalyzer LX20-Pro 
from Beckman-Coulter (Woerden, The Netherlands) with a dedicated kit for uric acid. The intra-assay 
variation of the uric acid assay was 0.5%, as determined with three quality control samples. 
2.8. The ROM Assay 
The reactive oxygen molecules (ROM) were measured by the reagent kit dROMs from Diacron 
(Grosseto, Italy) [17]. The method actually measures the concentration of hydroperoxides that are 
present in the sample. The method is based on the principle that in an acidic buffered solution  
(pH = 4.8), iron ions previously bonded to serum proteins become available to catalyze the reaction of 
the conversion of serum hydroperoxides to alkoxyl and peroxyl radicals, which further react with 
chromogen N,N-diethyl-p-phenylendiamine. Upon oxidation, the chromogen is transformed into a red 
colored cation, which is measured at 505 nm. The results of the test are expressed in CARR U 
(Carratelli Units). Each CARR U corresponds to 0.08 mg H2O2/100 mL of the sample. The kit from 
Diacron was adjusted for the use on the autoanalyzer LX20-Pro from Beckman-Coulter  
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(Woerden, The Netherlands). The intra-assay variation of the ROM assay was 3.6%, as determined 
with two quality control samples. 
2.9. The TOS Assay 
The total oxidant status (TOS) was measured by the test kit from Rel Assay Diagnostics (Gaziantep, 
Turkey) [18]. The method is based on the principle that oxidants that are present in the sample can 
oxidize the ferrous ions, previously bounded to a chelator, to ferric ions. Further, in an acidic medium, 
the ferric ions make a colored complex with a chromogen. The intensity of the color is measured at 
530 nm. The assay is calibrated with H2O2, and the results of the test are expressed in μmol H2O2 Eq/L. 
The assay was performed in microtiter plates. The intra-assay variation of the TOS assay was 3.6%, as 
determined with two quality control samples. 
2.10. Statistics 
The results of all measurements are expressed as the mean ± standard deviation. The results, as well 
as the coefficient of correlations, were calculated by Microsoft Excel. 
The statistical significance of the coefficients of correlation was assessed according to the number 
of subjects within the group, using a statistical table. The correlation coefficient was considered as 
statistically significant when it was p < 0.05 [20]. 
3. Results 
3.1. Antioxidant Assays 
The antioxidant assays used in this study were the FRAP, BAP, TAS, TTP and OXY assays. The 
first two assays are more or less based on the same principle, being the reduction of iron-complexes, 
followed by a change in color of the reduced iron(II)-complexes. In the 2nd generation TAS assay iron 
is no longer involved. The OXY assay is based on the principle of artificial oxidation by HClO4. The 
TTP assay is based on a different principle. In this assay the thiol groups in the serum, mainly attached 
to protein, are determined by a colorimetric substrate. In this study, uric acid was also included, 
because of the substantial contribution to the antioxidant status in some of the antioxidant assays. 
In Table 1, the mean values of the antioxidant assay have been listed, including the inter-individual 
standard deviations. For BAP and TAS, the inter-individual variation is rather small, which means that 
changes in these antioxidant assays are relatively small. Therefore, the assay performances must be 
kept constant to be able to detect small changes in the antioxidant status. For FRAP, TTP and OXY, 
these variations were somewhat larger. 
The results of the antioxidant assays have been compared, and the correlation coefficients have 
been listed in Table 2. The three closely related antioxidant assays, FRAP, BAP and TAS, showed a 
correlation behavior that is somewhat remarkable. Between TAS and FRAP, there is a very good and 
statistically significant correlation of 0.807. Also, between TAS and BAP, there is a statistically 
significant correlation of 0.501. Between FRAP and BAP, however, there is no correlation (0.097). 
The TTP assay showed only a good and statistically significant correlation with BAP (0.510) and not 
with the other antioxidant assays. The OXY assay showed no statistically significant correlation with 
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other assays. The serum component uric acid showed very good statistically significant correlations 
with both TAS (0.922) and FRAP (0.869), but not with BAP (0.302). 
Table 1. The mean values ± SD and coefficient of variation (CV) (inter-individual) of the 
various assays in serum samples of 43 volunteers.  
Assay Mean ± SD CV (%) 
FRAP (μmol/L) 1,392 ± 158 11.4 
BAP (μEq/L) 2,455 ± 147 6.0 
TAS (μmol/L) 1,570 ± 140 8.9 
TTP (μmol/L) 431 ± 52 12.1 
OXY (μmol HClO/mL) 416 ± 62 14.9 
Uric acid (μmol/L) 310 ± 52 16.8 
ROM (CARR U) 396 ± 85 21.5 
TOS (μmol H2O2 Eq/L) 1.99 ± 0.85 42.7 
FRAP—ferric reducing ability of plasma; BAP—biological antioxidant potential; TAS—total antioxidant status; 
TOS—total oxidant status; TTP—total thiols in proteins; OXY—oxy-adsorbent test. 
With the two oxidation assays used in this study, all antioxidant assays showed no  
significant correlation. 
Table 2. Coefficients of correlation between the assays as performed on serum samples of 
43 healthy individuals. 
 FRAP BAP TAS TTP OXY Uric acid ROM TOS 
FRAP -- 0.097 0.807 * −0.008 0.102 0.869 * 0.090 0.039 
BAP  -- 0.501 * 0.510 * 0.009 0.302 −0.037 −0.140 
TAS   -- 0.279 0.287 0.922 * −0.050 −0.105 
TTP    -- 0.042 0.114 −0.171 −0.048 
OXY     -- 0.272 −0.144 0.073 
Uric acid       -- −0.005 −0.109 
ROM        -- 0.204 
TOS        -- 
* p < 0.05 if the absolute value of the coefficient of correlation is higher than 0.304. 
3.2. Oxidation Assays 
The oxidation assays measured in this study were ROM and TOS. Although both assays are based 
on iron-mediated mechanisms, the principle of detection is rather different. In the ROM assay, the 
released iron ions from transferrin initiated the formation of pre-oxidants in the serum, whereas in the 
TOS assay, the oxidation of the iron by oxidants is detected by a chromogenic oxidized iron complex. 
The inter-individual variations for both assays are substantial (see Table 1), being 21.5% and 
42.7%, for ROM and TOS, respectively. Both assay are not statistically significant correlated with 
each other, as is indicated in Table 2 (correlation coefficient = 0.204). Also, with the other (antioxidant 
assays), no significant correlation was found. 
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4. Discussion 
4.1. Antioxidant Assays 
Three closely related methods were used for determination of total antioxidants in serum samples 
from patients included in our study: the FRAP assay (slightly modified original method of Benzie and 
Strain), the BAP method (reagent kit from Diacron) and the TAS method (reagent kit from Rel Assay 
Diagnostics). All three methods, FRAP [21,22], BAP [23,24] and TAS [25,26], are widely recognized 
and used in different clinical studies of oxidative stress-related pathological conditions (only a few 
recent articles are cited). From these three assays, TAS correlated significantly with FRAP (0.807) 
and, to a lower extent, also with BAP (0.501). BAP and FRAP, however, do not correlate with each 
other (0.097). A possible explanation can be found in the correlation of the antioxidant assays with uric 
acid, one of the major serum components that determines the antioxidant status of serum. Since both 
TAS (0.922) and FRAP (0.869) correlate very well with uric acid in a statistically significant way, the 
antioxidant activities are largely determined by the contribution of uric acid. Other authors did not find 
a significant correlation between the outcome of FRAP and TAS [27]. Apparently, the lack of 
significant correlation between FRAP and BAP is probably due to the lower and statistically  
non-significant correlation between BAP and uric acid (0.302). In the literature, the contribution of 
uric acid to the antioxidant assays was found [28], and another study [19] found a good correlation of 
TAS with uric acid, although this could not be confirmed by others [27]. Also, for FRAP, a good 
correlation with uric acid was found [27]. 
All these results suggest that although designed to measure the same entity, that being the level of 
total antioxidants in the sample, the three methods could sometimes lead to different conclusions for 
the same set of samples. Since the BAP assay has the lowest correlation with uric acid, this antioxidant 
assay might have a preference for use in large-scale human studies compared to the FRAP and TAS 
assay. In addition the BAP assay can be automated for use with clinical autoanalyzers, as used in this study. 
The TTP assay is another kind of antioxidant assay that reflects the occurrence of free thiol groups, 
mainly present as sulfhydryl groups as a side chain of the amino acid cysteine, both in proteins and as 
a free amino acid and, to a lower extent, reduced glutathione. The TTP assay showed only a good 
correlation with BAP. This could indicate that SH-groups contribute to the antioxidant status, as 
measured by BAP and not by FRAP or TAS. The BAP assay was not studied in detail in the literature 
as were the other antioxidant assays. But another study [28] stated that based on mechanistic reasons, 
thiol groups should not have a large contribution to the BAP assay [29]. In another study [30], it was 
found that the correlation between TAS and TTP was rather poor (0.298), and also, between TTP and 
uric acid, no correlation was found (0.066). Because the TTP assay can also be automated, this assay 
is, therefore, very suitable for large human studies and can add valuable additional information about 
the antioxidant status, in addition to the other antioxidant assays (BAP, FRAP and TAS).  
The OXY assay shows a small and non-significant correlation with TAS and uric acid. This could 
indicate that the OXY assay could add an additional value in the set of assays to access the oxidation 
and antioxidant status of serum. The total antioxidant assays in serum, as described here, do not cover 
all antioxidant processes. The components present in serum that contribute to these assays included 
low molecular weight serum compounds (uric acid), the antioxidant vitamins, C and E, and proteins, 
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such as albumin. These components reflect the passive antioxidant system. The antioxidant enzymes 
present mainly in erythrocytes, such as superoxide dismutase, catalase and enzymes responsible for a 
proper redox status, such as glutathione peroxidase, glutathione reductase and glutathione-s-transferases, 
also contribute to the overall antioxidant capacity, but do not take part in the antioxidant assays 
described in this study. 
4.2. Oxidation Assays 
Furthermore, we have compared two different assays for assessment of the serum oxidants: the 
ROM assay and the TOS assay. The oxidative stress assays, ROM and TOS, are based on a different 
principle; therefore, it was not surprising that no significant correlation (0.204) between these assays 
was observed. Both assays showed only a small negative, but non-significant, correlation with one of 
the antioxidant assays, FRAP, BAP, TAS, TTP and OXY. Both oxidation assays showed a large  
inter-individual variation, so changes in the oxidative stress status should be detected by both assays. 
Both the ROM and TOS assay can be automated and applied on a clinical auto-analyzer and can be 
used in large-scale population studies [31]. 
5. Conclusion 
From the results of our study, it is clear that different results are obtained from different assays 
when assessing the levels of total antioxidants and total oxidants; although generally reflective of the 
same trends, they occasionally may lead to different conclusions. As a result, when studying the 
changes of oxidative status, the use of at least two or three different assays for estimation of total 
serum oxidants and total serum antioxidants is advisable. The application of the oxidative stress and 
antioxidant status in large-scale studies and automation of the commercial assays on clinical  
autoanalyzers is a prerequisite. Automation has been successfully applied for the assays ROM, TOS, 
BAP, TAS and TTP. The use of these assays in large epidemiological studies, directed to nutrition and 
chronic diseases, will contribute substantially to understanding the real importance of the assays.  
Acknowledgements 
The authors highly appreciate the support of this study from the Command of the Military Medical 
Center in Skopje, Macedonia. We gratefully acknowledge the cooperation of Petre Utkovski and 
Dusan Stojanovik. The authors are indebted to Piet Beekhof and Johannes Cremers for their excellent 
assistance with the assay measurements. 
Conflicts of Interest 
The authors declare no conflict of interest. 
References 
1. Grimsrud, P.A.; Picklo, M.J.; Griffin, T.J.; Bernlohr, D.A. Carbonylation of adipose proteins in 
obesity and insulin resistance: Identification of adipocyte fatty acid-binding protein as a cellular 
target of 4-hydroxynonenal. Mol. Cell. Proteomics 2007, 6, 624–637. 
Int. J. Mol. Sci. 2013, 14 6114 
 
2. Curtis, J.M.; Grimsrud, P.A.; Wright, W.S.; Xu, X.; Foncea, R.E.; Graham, D.W.; Brestoff, J.R.; 
Wiczer, B.M.; Ilkayeva, O.; Cianflone, K.; et al. Downregulation of adipose glutathione  
s-transferase A4 leads to increased protein carbonylation, oxidative stress, and mitochondrial 
dysfunction. Diabetes 2010, 59, 1132–1142. 
3. Yu, R.; Navab, M. Oxidation hypothesis of atherogenesis: HDL inflammatory index and 
apolipoprotein A-I mimetic peptides. Future Cardiol. 2007, 3, 309–319. 
4. Manea, A.; Simionescu, M. Nox enzymes and oxidative stress in atherosclerosis. Front Biosci. 
(Schol. Ed.) 2012, 4, 651–670. 
5. McMahon, M.; Grossman, J.; FitzGerald, J.; Dahlin-Lee, E.; Wallace, D.J.; Thong, B.Y.; Badsha, H.; 
Kalunian, K.; Charles, C.; Navab, M.; et al. Proinflammatory high-density lipoprotein as a 
biomarker for atherosclerosis in patients with systemic lupus erythematosus and rheumatoid 
arthritis. Arthritis Rheum. 2006, 54, 2541–2549. 
6. Zarkovic, M. The role of oxidative stress on the pathogenesis of graves’ disease. J. Thyroid Res. 
2012, doi:10.1155/2012/302537. 
7. Melo, A.; Monteiro, L.; Lima, R.M.; de Oliveira, D.M.; de Cerqueira, M.D.; El-Bachá, R.S. 
Oxidative stress in neurodegenerative diseases: Mechanisms and therapeutic perspectives.  
Oxid. Med. Cell. Longev. 2011, doi:10.1155/2011/467180. 
8. Butterfield, A.; Perluigi, M.; Reed, T.; Muharib, T.; Hughes, C.P.; Robinson, R.A.; Sultana, R. 
Redox proteomics in selected neurodegenerative disorders: From its infancy to future 
applications. Antioxid. Redox Signal. 2012, 17, 1610–1655.  
9. Vaziri, N.D.; Navab, M.; Fogelman, A.M. HDL metabolism and activity in chronic kidney 
disease. Nat. Rev. Nephrol. 2010, 6, 287–296. 
10. Johnson-Davis, K.L.; Fernelius, C.; Eliason, N.B.; Wilson, A.; Beddhu, S.; Roberts, W.L. Blood 
enzymes and oxidative stress in chronic kidney disease: A cross sectional study. Ann. Clin. Lab Sci. 
2011, 41, 331–339.  
11. Arsova-Sarafinovska, Z.; Eken, A.; Matevska, N.; Erdem, O.; Sayal, A.; Savaser, A.; Banev, S.; 
Petrovski, D.; Dzikova, S.; Georgiev, V.; et al. Increased oxidative/nitrosative stress and 
decreased antioxidant enzyme activities in prostate cancer. Clin. Biochem. 2009, 42, 1228–1235. 
12. Maffei, F.; Angeloni, C.; Malaguti, M.; Moraga, J.M.; Pasqui, F.; Poli, C.; Colecchia, A.; Festi, D.; 
Hrelia, P.; Hrelia, S. Plasma antioxidant enzymes and clastogenic factors as possible biomarkers 
of colorectal cancer risk. Mutat. Res. 2011, 714, 88–92. 
13. Kastle, M.; Grune, T. Protein oxidative modification in the aging organism and the role of the 
ubiquitin proteasomal system. Curr. Pharm. Des. 2011, 17, 4007–4022. 
14. Su, Y.; Xu, Y.; Sun, Y.M.; Li, J.; Liu, X.M.; Li, Y.B.; Liu, G.D.; Bi, S. Comparison of the effects 
of simvastatin versus atorvastatin on oxidative stress in patients with type 2 diabetes mellitus.  
J. Cardiovasc. Pharmacol. 2010, 55, 21–25. 
15. Shinde, S.N.; Dhadke, V.N.; Suryakar, A.N. Evaluation of oxidative stress in type 2 Diabetes 
mellitus and follow-up along with vitamin E supplementation. Indian J. Clin. Biochem. 2011, 26, 
74–77. 
16. Benzie, I.F.F.; Strain, J.J. The ferric reducing ability of plasma (FRAP) as a measure of 
antioxidant power: The FRAP assay. Anal. Biochem. 1996, 239, 70–76. 
17. Diacron. Available online: http://www.diacron.com (accessed on 15 December 2012). 
Int. J. Mol. Sci. 2013, 14 6115 
 
18. Relassay Diagnostics. Available online: http://www.Rel Assay.com (accessed on 15 December 
2012). 
19. Erel, O. A novel automated direct measurement method for total antioxidant capacity using a new 
generation, more stable ABTS radical cation. Clin. Biochem. 2004, 37, 277–285. 
20. Petz, B. Dotatak. In Osnovne Statisticke Metode za Nematematicare, Manualia Universitatis 
Studiorum Zagrabiensis, 2nd ed.; SNL: Zagreb, Croatia, 1985; p. 344. 
21. Kolomvotsou, A.I.; Rallidis, L.S.; Mountzouris, K.C.; Lekakis, J.; Koutelidakis, A.; Efstathiou, S.; 
Nana-Anastasiou, M.; Zampelas, A. Adherence to Mediterranean diet and close dietetic 
supervision increase total dietary antioxidant intake and plasma antioxidant capacity in subjects 
with abdominal obesity. Eur. J. Nutr. 2013, 52, 37–48.  
22. Kappus, R.M.; Curry, C.D.; McAnulty, S.; Welsh, J.; Morris, D.; Nieman, D.C.; Soukup, J.; 
Collier, S.R. The effects of a multiflavonoid supplement on vascular and hemodynamic 
parameters following acute exercise. Oxid. Med. Cell. Longev. 2011, doi:10.1155/2011/210798. 
23. Nakayama, K.; Terawaki, H.; Nakayama, M.; Iwabuchi, M.; Sato, T.; Ito, S. Reduction of serum 
antioxidative capacity during hemodialysis. Clin. Exp. Nephrol. 2007, 11, 18–24. 
24. Nagashima, M.; Saito, K. Antioxidant activity of the new black vinegar “IZUMI”. J. Nutr.  
Health Aging 2010, 14, 845–849.  
25. Alp, R.; Selek, S.; Ilhan Alp, S.; Taskin, A.; Kocyigit, A. Oxidative and antioxidative balance in 
patients of migraine. Eur. Rev. Med. Pharmacol. 2010, 14, 877–882. 
26. Emecen, O.; Bercic Inal, B.; Erdenen, F.; Usta, M.; Aral, H.; Guvenen, G. Evaluation of 
oxidant/antioxidant status and ECP levels in asthma. Turk. J. Med. Sci. 2010, 40, 889–895. 
27. Cao, G.; and Prior, R.L. Comparison of different analytical methods for assessing total 
antioxidant capacity of human serum. Clin. Chem. 1998, 44, 1309–1315. 
28. Lamonta, J.; Campbell, J.; FitzGerald, P. Measurement of individual vs. total antioxidants.  
Clin. Chem. 1997, 43, 852–854. 
29. Palmieri, B.; Sblendorio, V. Oxidative stress tests: Overview on reliability and use. Part II.  
Eur. Rev. Med. Pharmacol. Sci. 2007, 11, 383–399. 
30. Da Costa, C.M.; Dos Santos, R.C.C.; Lima, E.S. A simple automated procedure for thiol 
measurement in human serum samples. J. Bras. Patol. Med. Lab. 2006, 42, 345–350. 
31. Leufkens, A.M.; van Duijnhoven, F.J.B.; Woudt, S.H.S.; Siersema, P.D.; Jenab, M.;  
Jansen, E.H.J.M.; Pischon, T.; Tjønneland, A.; Olsen, A.; Overvad, K.; et al. Biomarkers of 
oxidative stress and risk of developing colorectal cancer: A cohort-nested case-control study in 
the European Prospective Investigation Into Cancer and Nutrition. Am. J. Epidemiol. 2012, 175, 
653–663. 
© 2013 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 
distributed under the terms and conditions of the Creative Commons Attribution license 
(http://creativecommons.org/licenses/by/3.0/). 
